[Product Description & Instruction Manual : Issue 2]

Product name: Shimura-style Birth Guide SBG-16/256 [6 )% No. 3876]
General medical device for animal

At performing artificial insemination (AI) or embryo transfer (ET), occasionally
you might have had difficulty in locating the opening of the cervix, and also felt
uneasy about the contamination after the service.

By using our product Shimura-style Birth Guide, you can sweep away all your
inconvenience. It's a robust, autoclave proof, Teflon coating navigational device that helps
the operator’s AI gun, ET gun or balloon catheter reach the external uterine orifice easily by
maintaining hygiene as well as preventing contaminants from entering the uterus during the
procedure.

Thus, improving reproductive outcomes is guaranteed!

(1) Specifications:

- The tubular main body, made of aluminum, is coated with Teflon for the smooth insertion
and the highly recognized resistance to abrasion.

- The tip is finely chamfered so as not to cause any irritation or injury to the animal.

- Attached to the anterior end, as shown in Photo above, is a detachable Teflon or hard
silicone rubber port through which the AI gun or balloon catheter will be inserted, and its
flange-like structure (phots below, in the circle of yellow) prevents the device from
accidentally being pushed too far into the vagina.

- Shimura-stye Birth Guide may partially alternate the function of a vaginoscopy.

- 250 mm in length (258.8 mm including the port)

- Inner diameter 14 (mm) - Outer diameter: 16 (mm) - Weight: 41(g)

(2) How to use
After cleaning the vulva of an estrus cow, recipient cow, or embryo-donor cow, gently insert the
device Shimura-style Birth Guide, through the vulva into the vagina, after which AI or ET
catheters are applied via the port of the device.

(3) Other relevant information:

- Do not use Shimura-style Birth Guide for any purpose other than cattle breeding.

- After use, detach the port from the main body, and wash well and dry completely both pieces of
the device. Then, put them in a special sterile bag to be autoclaved, after which the device will
be kept in a clean and dry place for next use.

- Consecutive use of the device should be avoided. Nevertheless, when circumstances compel to



do so, the device should be washed well with appropriate media such as invert detergents. Then,
an ethanol-soaked cotton pad will be applied to scrub it. Please make sure that the device is
totally dry for the next use.

- Stop using the device if it's deformed or damaged.

- If the silicone rubber deteriorates, replace it with a new one.

- When disposing of Shimura-style Birth Guide, please follow the specific disposal
instructions regulated by the local authority, by taking into consideration possible risk
factors such as infection.

- The Teflon port comes as a standard feature of Shimura-style Birth Guide
(this part is available for replacement).

- On request, we can customize the divice in different sizes or specifications.

Embryo recovery Embryo transfer

The selling prices are as follows, but they are subject to change without prior notice.

{Shimura-style Birth guide (including 1 Teflon insertion and silicon rubber ring as standard)) :
« 1 unit : 6,000 yen + tax and shipping fee

-a set of 3 units : 17,100 yen + tax and shipping fee (@5% OFF of 6,000 yen)

- a set of 5 units : 27,000 yen + tax and shipping fee (@10% OFF of 6,000 yen)

{Replacement parts) :

- one piece of Teflon insertion 3,000 yen + tax and shipping fee
- one piece of silicon rubber ring 10cm 400 yen + tax and shipping fee
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